Accurate quantification of apoptosis progression and toxicity using a dielectrophoretic approach†

Erin A. Henslee,a Ruth M. Torcal Serrano,a Fatima H. Labeed,a Rita I. Jabr,b Christopher H. Fry,a‡ Michael P. Hughes*a and Kai F. Hoettges§

A loss of ability of cells to undergo apoptosis (programmed cell death, whereby the cell ceases to function and destroys itself) is commonly associated with cancer, and many anti-cancer interventions aim to restart the process. Consequently, the accurate quantification of apoptosis is essential in understanding the function and performance of new anti-cancer drugs. Dielectrophoresis has previously been demonstrated to detect apoptosis more rapidly than other methods, and is low-cost, label-free and rapid, but has previously been unable to accurately quantify cells through the apoptotic process because cells in late apoptosis disintegrate, making cell tracking impossible. In this paper we use a novel method based on light absorbance and multi-population tracking to quantify the progress of apoptosis, benchmarking against conventional assays including MTT, trypan blue and Annexin-V. Analyses are performed on suspension and adherent cells, and using two apoptosis-inducing agents. IC50 measurements compared favourably to MTT and were superior to trypan blue, whilst also detecting apoptotic progression faster than Annexin-V.

Introduction

The study of apoptosis, or programmed cell death, is of great significance because it plays an important role in the normal development of multi-cellular organisms. Problems with the regulation of apoptosis can lead to diseases such as cancer (too little apoptosis) or neurodegenerative conditions such as Parkinson’s or Alzheimer’s diseases (too much apoptosis). New compounds that regulate apoptotic pathways can have applications as therapeutic agents, and hence quantifying the effectiveness of the new compounds is essential in drug discovery. Apoptotic cell death has a distinct cytological morphology and the signalling cascade is regulated at several points, therefore, there are many methods and opportunities to evaluate apoptotic death. There are several assays for apoptosis detection and understanding the mode of operations, their pros and cons, as well as the limitations of each assay is important. The process of apoptotic cell death can be completed in a few hours, and therefore if the assay is performed too early or too late, the results may not be accurate. Of the methods used to study apoptosis, spectroscopic techniques are standard, though new options are emerging.1 Most spectroscopic techniques for apoptosis rely on fluorescence detection of immunochromel labels or fluorescent probes which react to the cell environment during apoptosis. There are several options available including Annexin V staining, the TUNEL assay, and measurement of mitochondrial membrane potential.1 These assays measure different parameters which correlate with apoptotic progression. Trypan blue inclusion in cells measures surface membrane integrity by assessing the number of cells that will allow trypan blue to enter the cell interior. The MTT assay is a colourimetric assay to assess cell metabolic activity, as viable cells with an active metabolism convert MTT into a purple coloured formazan product. The TUNEL assay detects DNA fragmentation by labelling the terminal end of nucleic acids and such DNA fragmentation is a characteristic hallmark of apoptosis. The Annexin-V assay measures the loss of phospholipid asymmetry in the cell membrane which occurs early in the apoptotic process; phosphatidylserine, which is usually in the inner membrane leaflet, is transported to the outer leaflet as an “eat me” signal to macrophages;2 fluorescence labelling of Annexin V, combined with a nuclear stain, allows distinguishing between healthy, early apoptotic and late apoptotic cells using flow cytometry.3 The early apoptotic phase can be quite brief, and so experiments at...
Dielectrophoresis (DEP) has been used as an alternative method of analysing the onset of apoptosis in the past, having been used to detect changes in cell phenotype within 30 minutes of drug incubation. DEP was first demonstrated to be capable of detection physiological changes in apoptosis in 2002, when Wang et al. demonstrated that the technique could more sensitively detect apoptotic induction than common methods such as the Annexin-V assay, using cross-over methods to study changes in the cell membrane. Subsequent work compared DEP and Annexin-V for both membrane and cytoplasm, and found that DEP could more sensitively detect apoptotic induction than methods to study changes in the cell population. 

Whilst DEP has been conclusively shown to be able to discriminate between apoptotic and non-apoptotic cells, analyses have thus far been based on the analysis of intact cells in the early stages of apoptosis. In fact, a key stage in the apoptotic process is the disintegration of the cell into apoptotic bodies, which cannot be detected by most DEP methods, preventing DEP from accurately quantifying apoptosis progression across a population. This is significant, because whilst DEP can be used to identify whether a given cell is apoptotic or not, it is significantly more difficult to quantify apoptosis across a population in order to assess, for example, the concentration of a drug required to induce apoptosis (the IC_{50}); such a measurement would require the detection and quantification of apoptotic bodies (typically 1 µm across) as well as intact cells.

In this paper, we use a DEP analysis technique which analyses light absorbance changes due to DEP, hence allowing the quantification of apoptotic bodies. The DEP method was benchmarked with a suspension cell line (Jurkat) and the widely-used anti-cancer drug doxorubicin (DOX). Then, two studies were carried out on HeLa (adherent) and Jurkat (suspension) cells to benchmark DEP's speed and accuracy against MTT, trypan blue and flow cytometry with Annexin V/PI for apoptosis. The work demonstrates that with appropriate preparation, DEP analysis is as accurate as existing techniques whilst also being faster, simpler and cheaper to perform.

**Experimental methods**

**Cell culture**

Jurkat cells were cultivated in modified RPMI-1640 medium (Biosera, UK) supplemented with 10% heat-inactivated foetal bovine serum (Invitrogen, UK), 2 mM L-glutamine and 1% penicillin–streptomycin (Sigma-Aldrich, UK) and sub-cultured every 48 h.

HeLa cells were cultivated in MEM with Earle’s salts and non-essential amino acids (Biosera, UK) supplemented with 10% heat-inactivated foetal bovine serum (Invitrogen, UK), 2 mM L-glutamine and 1% penicillin–streptomycin (Sigma-Aldrich, UK). The medium was changed every 48 h and the cells were passaged using Accutase® (Sigma-Aldrich, UK) at around 70% confluence. HeLa cells were seeded at 6000 cells per cm² in T175 flasks.

**Drug treatments and preparation**

**Preparing mixtures.** Jurkat cells were incubated with a high dose (10 µM) of doxorubicin hydrochloride (DOX, Sigma-Aldrich, UK) for 16 h. This incubation was optimized to provide a control sample where 100% of cells had been affected by DOX.

To prepare cells for the DEP assay, samples were centrifuged at room temperature at 259g for 6 minutes and washed in iso-osmotic DEP medium consisting of 8.5% (w/v) sucrose, 0.5% (w/v) dextrose, 100 µM CaCl₂ and 250 µM MgCl₂, adjusted to a conductivity of 0.01 Sm⁻¹ using phosphate-buffered saline (PBS), and resuspended at a final cell concentration of 10⁶ cells per ml (±15%). To calibrate how well DEP detects different sub-populations in a homogenous sample, a sample of healthy cells (not treated with DOX) and a sample of DOX-treated cells were prepared for DEP experiments. Then ratios of the healthy and the treated cell samples were prepared in ratios of 1 : 3, 2 : 2 and 3 : 1. A viability test was carried out on 20 µl of each of the mixtures as well as on the original samples using trypan blue 0.4% solution.

**Cytotoxicity measurement.** Staurosporine solution (1 mM in DMSO) from *Streptomyces* sp. (Sigma-Aldrich, UK) was used to induce apoptosis. A treatment of 1 µM staurosporine (Sigma-Aldrich, UK) was added to the HeLa flasks 24 h after seeding,
in order to ensure exponential growth. Cells were incubated for 0.5 h, 2 h and 4 h. Before DEP experiments, the drug treatment was terminated by centrifuging, removing the supernatant and resuspending in DEP media. Healthy HeLa cells attach to the flask, whereas dying cells lose their ability to attach and float in the culture medium. After treatment with staurosporine, supernatants containing detached apoptotic cells were transferred to new tubes. The remaining cells were detached following incubation with Accutase® which has been shown to not significantly alter the DEP properties of the cells. These cells were then centrifuged at room temperature at 259 g for 6 minutes. The supernatant was removed and the pellets were resuspended in the previously-described experimental medium. The final cell population was adjusted for DEP measurements to 1.15 x 10^6 cells per ml (±15%).

IC₅₀ measurement. Doxorubicin (Sigma-Aldrich, UK) was dissolved in sterile filtered distilled water, to achieve a 1.72 mM stock solution, aliquoted, and kept at 4 °C. Jurkat cells were treated with 0.1, 0.3, 0.5 or 1 µM doxorubicin (DOX) 24 h after the previous passage to ensure exponential growth. Cells were incubated with different doses of DOX for 8, 16 or 32 h before the drug treatment was terminated. Each of these samples was centrifuged at room temperature at 259 g for 6 minutes in experimental medium, resuspended to a final cell concentration of 10^6 cells per ml (±15%).

DEP assay

The DEP assays were conducted on a DEPtech 3DEP well-based DEP cytometer(23–25 (Uckfield, UK). The instrument (Shown in Fig. 1) uses twenty parallel 3D electrode arrays to infer the DEP behaviour of a cell population by analysing the radial motion of cells within the well over a period of 10 seconds. It can measure the DEP response reliably up to 45 MHz, providing more accurate information about the dielectric properties of the cytoplasm.

Approximately 80 µL of prepared cell suspension was pipetted into a 3DEP disposable chip, inserted into the reader and energized at 10 kHz-20 MHz to produce a full DEP spectrum. This was repeated for each treatment group at least 5 times. Data were analysed over 10 s (Jurkat) or 40 s (HeLa) intervals.

A single shelled model(26,27) was fitted to the average of the sample data using the averages of measured cell radii.

The effective permittivity and conductivity of the particle considering a single shell model is given by:

$$\varepsilon_p = \varepsilon_m + \left(\frac{\varepsilon_c - \varepsilon_m}{\varepsilon_c + 2\varepsilon_m}\right)$$

$$\sigma_p = \sigma_m + \left(\frac{\sigma_c - \sigma_m}{\sigma_c + 2\sigma_m}\right)$$

where γ = R/(R – d); R is the particle radius; d is the cell membrane thickness; εc, σc and εm, σm are the complex permittivities and conductivities of the cytoplasm and the membrane, respectively.

Broche et al. developed a mathematical method to model multiple sub-populations within a sample.28 This is achieved by adding together the individual single-shell models of each subpopulation at each frequency point. MATLAB (The MathWorks, Inc., Natick, MA) was used to establish Pearson correlation coefficients (R) and RMS errors of the final multi-population fits. All data presented here have R-values >0.99. Cell radii were obtained by image analysis of cells on a haemocytometer using Image-J (National Institute of Health, Maryland, US). One hundred cells were measured for each sample. The distribution of cell size was analysed using SPSS (SPSS Inc. Chicago, IL).

Flow cytometry measurements

Annexin V FITC Apoptosis detection kit (Sigma-Aldrich, UK) was used to detect apoptosis using flow cytometry. HeLa cell concentration was adjusted to 10^6 cells per ml. Staurosporine treatment was applied to the wells at: 0.5 h, 2 h, and 4 h. A control of non-induced HeLa cells for a zero time point was also established. After the drug treatment was terminated, the cells were brought into suspension and washed twice with PBS. Control cells were also seeded in order to use them for compensation adjustments, made to minimise overlap between the two fluorochromes. The cells were resuspended in 1x binding buffer at a concentration of approximately 1 x 10^6 cells per ml. Annexin V-FITC (5 µL) and Propidium Iodide (PI: 10 µL) solution were added to 500 µL of cell suspension. The cells were incubated for 10 min at room temperature and protected from light. After incubation the cells were analysed using a Beckman Coulter BD FACSCanto II flow cytometer emitting an excitation light at 488 nm from a laser. The detection was made at 518 nm for FITC detection and 620 nm for PI detection.

MTT experiments

3-(4,5-Dimethylthiazol-2-yl)-2,5-diphenyltetrazoliumbromide (MTT) assay experiments were conducted following a protocol described by Mosmann.5 MTT was used to titrate cell viability following drug treatment. HeLa cells were treated as described
for flow cytometry, whilst for Jurkat cells, doxorubicin was added to complete RPMI1640 to achieve final concentrations of 0.1, 0.3, 0.5 and 1 µM. The cells were seeded at a density of 3.6 × 10^4 cells per ml, 24 h after the previous passage to ensure exponential growth, and kept in T25 flasks in 5 ml of medium with the corresponding concentrations of doxorubicin. Following incubation for 8, 16, 32 and 48 h, the cells were centrifuged, the supernatant removed, and resuspended in 60 µl of MTI: 10 µl was plated per well in 6 wells (6 repeats) and incubated for 4 hours. Following incubation, tetrazolium crystals were dissolved in 100 µl of DMSO. The absorbance intensity was measured by a microplate reader (VERSAMax) at 570 nm with a reference wavelength of 690 nm. Plates were read within 30 minutes of adding the DMSO. All experiments were performed in quadruplicate and the relative cell viability (%) was expressed as a percentage relative to the untreated control cells.

**Trypan blue experiments**

20 µl of cell suspension was mixed with 20 µl of trypan blue 0.4% solution (Sigma-Aldrich, UK) in order to assess cell viability. The test was performed on a haemocytometer. The number of viable and non-viable cells in the haemocytometer were counted, and the viability percentage was calculated.

**IC\textsubscript{50} determination**

In pharmacological research, the half maximal inhibitory concentration, IC\textsubscript{50}, is a common toxicity measure which indicates the concentration of a drug that is needed to inhibit a given biological process in half of the cells in a population. For chemotherapeutic agents that are cytotoxic, the IC\textsubscript{50} represents the concentration of the chemotherapeutic agent that is needed to inhibit population cell growth by half. The cytotoxicity of a compound is the extent to which that compound can damage the cell and this damage is dose dependent. Cytotoxic compounds can cause cell death in different ways including necrosis and apoptosis. The cytotoxicity can be determined by incubating cells with a range of concentrations of a drug for a period of time and quantifying the growth inhibition on the cells by comparing the viability of treated and healthy control. A dose response graph is typically used in which the effect of cell growth is plotted as a function of drug concentration. The Hill equation\textsuperscript{29} has been widely used to describe the dose response relationship, in the ‘sigmoid E_{max} model’, given by:

\[
E = \frac{E_{\text{max}}C^{\alpha}}{EC_{50}^{\alpha} + C^{\alpha}}
\]

where $E$ is the predicted effect of the drug, $E_{\text{max}}$ is the maximum effect, $C$ is the drug concentration, $EC_{50}$ is the drug concentration for which 50% of the maximum effect is obtained and $\alpha$ is the Hill coefficient of sigmoidicity.\textsuperscript{30} For an inhibitory effect, values of $\alpha$ are negative.

**Results and discussion**

**Validation of DEP multiple subpopulation model against known mixtures of healthy and treated cells**

It has previously been shown that when DEP analysis is performed on heterogeneous cell populations, the resulting DEP spectrum is the mathematical point-wise addition of the spectra of separate sub-populations.\textsuperscript{24,28} Consequently, if the data are of sufficient quality, it is possible to model multiple populations by identifying separate dispersions and other characteristic features in the recorded spectrum. The accuracy of this is increased further where the populations can be characterised in advance.

We hypothesised that the data taken by the system presented here are sufficiently accurate for pair-wise modelling up to four populations, where the original populations have already been characterised. To test this, mean analyses ($n = 15$) of Jurkat cells were analysed before and after 16 h of treatment with 10 µM doxorubicin (referred to as healthy control and DOX-treated). Each analysis identified two populations: in the first case, the sample was found to contain 90% healthy cells and 10% which exhibited a significantly lower cytoplasmic capacitance, suggesting cell damage perhaps due to cell handling (ESI Fig. 1A†). Two populations were also found in the DOX-treated sample, one indicating apoptotic cells and the other presenting much smaller particles (~1 µm), suggested to be apoptotic bodies, in a 54 : 46% ratio (ESI Fig. 1B†). The two samples (HC and DOX) were then mixed in 25 : 75, 50 : 50 and 75 : 25 ratios and analysed with DEP using the average of five repeats. Analysis was performed by using best-fit software to estimate the ratios of the two established populations in which the spectra derived for the HC and DOX cells should be mixed in order to maximise the correlation coefficient. Ratios were estimated in 1% steps (and further 0.1% steps when necessary), with the highest $R$ value selected. The results can be seen in Table 1; the system determined the ratios to an accuracy of 5% or better, with $R$-values ≥0.98 (and reaching up to 0.998). It was noted that the variability in the DEP replicates was increased for the treated sample indicating the heterogeneity of sample may not be as consistent as the two populations found in the healthy sample. This highlights the effectiveness of the system for the analysis of heterogeneous populations, such as for cytotoxicity analysis.

**IC\textsubscript{50} determination of doxorubicin on Jurkat cells by MTT, DEP and trypan blue**

A common measurement of the efficacy of cellular assays is the determination of a response curve to a drug in order to determine its inhibitory concentration that affects 50% of cells, or IC\textsubscript{50}. Jurkat cells are electrophysiologically transformed by the use of anti-cancer drugs such as doxorubicin, thus DEP may present a rapid, simple-to-use and low-cost alternative to IC\textsubscript{50} assay techniques such as MTT or trypan blue. To determine the toxicity of doxorubicin on Jurkat cells, the percentage of viable cells after incubation with each concentration is needed. We incubated Jurkat cells for 8–32 h with
though this proved difficult at times when most of the cells were necrotic. There was a presence of ghost-like cells which were not show that cells were necrotic.

After 16 h incubation with doxorubicin a fourth population, with properties indicating a small radius, was found; closer observation of the cells under the microscope confirmed the presence of cell fragments approximately 1–2 µm in diameter. At each time point, the established DEP properties of these four populations were used to determine viability at each concentration (examples of this are shown in ESI Fig. 1† for the healthy control, a third population had lower membrane capacitance and conductance and lower cytoplasmic conductivity and permittivity. The second population is interpreted as being affected by the drug but not dead, as the trypan blue test did not show that cells were necrotic.

Table 1. Untreated Healthy Control (100% HC) and DOX-treated (100% DOX) Jurkat cell populations (n = 15), each determined to contain two sub-populations. The properties of these sub populations are given at the bottom of the table. Two treatment groups were mixed in known ratios (n = 7) as indicated on left-hand column by the % of HC. Keeping DEP properties constant for the HC and DOX sub populations, the single-shell model was fitted iteratively in steps of 0.1% of each population combination. For each iteration the Pearson correlation coefficient (R) was determined. The mixture % in each column indicates the ratio of HC and DOX sub populations which provided the best over-all fit. The totals of these best fit ratios can then be compared to the actual, known mixture (e.g. for the known 25% HC/75% DOX mixture, DEP best fit occurred at 30% HC/70% DOX)

<table>
<thead>
<tr>
<th>Known mixture %</th>
<th>Healthy Control Total</th>
<th>Healthy Control (sub-pop 1)</th>
<th>Healthy Control (sub-pop 2)</th>
<th>DOX cells (sub-pop 3)</th>
<th>DOX fragments (sub-pop 4)</th>
<th>DOX total</th>
<th>R value</th>
</tr>
</thead>
<tbody>
<tr>
<td>100% HC</td>
<td>100%</td>
<td>90%</td>
<td>10%</td>
<td>13.5%</td>
<td>11.5%</td>
<td>25.0%</td>
<td>0.9908</td>
</tr>
<tr>
<td>75% HC, 25% DOX</td>
<td>75.0%</td>
<td>67.5%</td>
<td>7.5%</td>
<td>24.3%</td>
<td>20.7%</td>
<td>45.0%</td>
<td>0.9933</td>
</tr>
<tr>
<td>50% HC, 50% DOX</td>
<td>55.0%</td>
<td>49.5%</td>
<td>5.5%</td>
<td>32.2%</td>
<td>20.7%</td>
<td>52.9%</td>
<td>0.9742</td>
</tr>
<tr>
<td>25% HC, 75% DOX</td>
<td>30.0%</td>
<td>27.0%</td>
<td>3.0%</td>
<td>32.2%</td>
<td>46%</td>
<td>70.0%</td>
<td>0.9943</td>
</tr>
<tr>
<td>100% DOX</td>
<td>—</td>
<td>—</td>
<td>—</td>
<td>46%</td>
<td>—</td>
<td>100%</td>
<td>0.9943</td>
</tr>
</tbody>
</table>

Cytoplasmic conductivity (S m⁻¹) 0.46 0.07 0.12 0.02
Cytoplasmic relative permittivity 60 60 80 70
Membrane conductance (S m⁻²) 25.0 12.5 12.5 1.3
Membrane capacitance (mF m⁻²) 9.96 7.75 6.64 7.75
Radius (µm) 6.5 6.0 5.5 1.0

doxorubicin at concentrations between 0.1 to 1 µM. After 8 h incubation with doxorubicin, in addition to the two populations similarly identified in ESI Fig. 1† for the healthy control, a third population had lower membrane capacitance and conductance and lower cytoplasmic conductivity and permittivity. The second population is interpreted as being affected by the drug but not dead, as the trypan blue test did not show that cells were necrotic.

After 16 h incubation with doxorubicin a fourth population, with properties indicating a small radius, was found; closer observation of the cells under the microscope confirmed the presence of cell fragments approximately 1–2 µm in diameter. At each time point, the established DEP properties of these four populations were used to determine viability at each concentration (examples of this are shown in ESI Fig. 1† for 1 µM). This was performed through iterating sub population percentage, optimising R of the single shell fit to the spectra data. DEP viability % was interpreted as the total percentage of sub population 1 and 2. Again it was observed that the error associated with DEP replicates of the 32 h was higher than shorter incubation times suggesting the heterogeneity of the sample had increased. The effect of doxorubicin on Jurkat cells was also calculated by comparing the results at each concentration against the healthy control using both trypan blue and MTT, the results of which are shown in Table 3. For the lower concentration and shortened incubation times the MTT result was negative, indicating that those cells proliferated more than the healthy control. The numbers of trypan blue stained cells and unstained cells were also measured for each experiment, though this proved difficult at times when most of the cells were necrotic. There was a presence of ghost-like cells which were difficult to see under the microscope and appeared brighter than the rest or had a pale-blue appearance. For the experiments with the longer incubation times and higher concentrations, the cell concentration appeared to be lower and the presence of very small debris was observable but difficult to quantify under the microscope.

The percentage of viable cells obtained using DEP, MTT and trypan blue, for each concentration at a given time point, was used to calculate the IC50 values with the Hill Model by fitting to a rectangular hyperbola with iterative least squares regression and error given is error of fit to data points using Kaleidagraph (Synergy Software, Reading, PA USA). Table 2 shows the IC50 values obtained with the different methods over time. Each DEP experiment results in a dielectrophoretic spectrum from which populations with different properties can be obtained. The healthy population is determined as a control and then after incubation with the drug, the healthy population (which consists of two sub populations) can be subtracted in order to obtain the properties of the remaining populations. In this study, the properties of the affected cells and cell fragments are assumed to be the same in all incubation time points and concentrations in order to obtain an estimate of their properties. The DEP results highlighted the presence of three populations after 8 h, as can be seen from the bend in the polarisability at higher frequencies, indicating a population with a lower membrane capacitance and cytoplasmic conductivity. After 16 h a fourth population, made of cell fragments, could be seen in the spectra. By 32 h, there was a noticeable decrease in the healthy populations of each concentration. The IC50 could be determined at this point and proved close to the result obtained with MTT at both 16 h and 24 h; it was also consistent with the value obtained by trypan blue at 32 h, though unlike DEP and MTT this method was unable to produce a result at 16 h.
Cytotoxicity analysis of staurosporine on HeLa cells by MTT, DEP, Annexin-V and trypan blue

Staurosporine is a widely-used agent for the induction of apoptosis. To benchmark DEP against common methods of viability or apoptosis itself, HeLa cells were incubated with staurosporine and then DEP, flow cytometry, MTT and trypan blue measured at regular time-points.

The mean (n = 14) DEP spectra of HeLa cells, together with the modelled electrical parameters, are shown in ESI Fig. 2.† Analysis of the control HeLa population indicated that 13% of the population was small-radius debris, rising to 30% after 0.5 h incubation with staurosporine. After 0.5 h incubation with staurosporine the healthy population (population 1) had decreased by 18% and after 2 h by 41% compared to the healthy control. The mean cell radius had increased from 7.7 µm to 8.1 µm, coinciding with a decrease in cytoplasmic conductivity from 0.38 mS m\(^{-1}\) to 0.26 mS m\(^{-1}\) whilst the cytoplasmic permittivity remained the same. The membrane capacitance decreased from 38.7 mF m\(^{-1}\) to 35.4 mF m\(^{-1}\) whilst the membrane conductance remained constant. After 2 hours, cell debris accounted for 50% of the population, but the cell-sized population retained the cell properties as after 0.5 h, though the radius decreased to 7.26 µm (lower than the healthy control, but within the standard deviations). After 0.5 h incubation with staurosporine the healthy population (population 1) had decreased to 82% and after 2 h to 58%.

Flow cytometric analysis was performed for Propidium Iodide (PI) and Annexin V-FITC; the latter adheres to phosphatidylserine exposed on the cell membrane during early apoptosis, whilst PI indicates loss of membrane integrity in late apoptosis. In all experiments 10 000 events were measured, of which some fell outside the gating set by the control sample (ESI Fig. 3†). The healthy control showed a small percentage of early apoptotic cells, this could be because apoptosis can also be induced by cell stress. It also contained a small percentage of late apoptotic cells. After 0.5 h the healthy population decreased by 4% and the early apoptotic population increased by the same amount. The healthy population decreased as incubation time was longer. The late apoptotic population increased steadily as incubation time was longer.

The healthy control gated population was 77.4% of the events registered. The 0.5 h, 2 h, 4 h, 6 h, and 12 h gated populations were 75.3%, 59.8%, 42.5%, 37%, and 24.6% of the events registered, respectively. These results indicate that the presence of cell debris increases steadily from 0.5 h of incubation with 1 µM staurosporine. The viability determined by flow cytometry is shown in Table 3.

The viability of HeLa cells after each incubation time point was calculated by comparing their concentration against the healthy control concentration. Table 2 shows the results obtained with MTT. MTT was chosen in order to observe the viability of the cell population without harvesting methods

Table 2  Comparison of IC\(_{50}\) of DOX on Jurkat cells using DEP, MTT and trypan blue. The growth inhibition was measured by MTT, whilst viability was measured by trypan blue, (n = 5) and DEP (n = 7) of Jurkat cells incubated with doxorubicin at different times. The viabilities for each treatment time, the responses at each concentration were used to calculate the IC\(_{50}\) by fitting data to a rectangular hyperbola with iterative least squares regression; the error given is the error of fit to data points using KaleidaGraph (Synergy Software, Reading, PA USA)\(^a\)

<table>
<thead>
<tr>
<th>DOX incubation time</th>
<th>0.1 µM</th>
<th>0.3 µM</th>
<th>0.5 µM</th>
<th>1 µM</th>
<th>IC(_{50})</th>
</tr>
</thead>
<tbody>
<tr>
<td>MTT: growth inhibition (%)</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>8 h</td>
<td>−2.9 ± 0.013</td>
<td>−0.94 ± 0.014</td>
<td>2.7 ± 0.020</td>
<td>2.9 ± 0.026</td>
<td>0.37 ± 0.07</td>
</tr>
<tr>
<td>16 h</td>
<td>3.0 ± 0.006</td>
<td>−1.0 ± 0.036</td>
<td>34.2 ± 0.019</td>
<td>56.1 ± 0.006</td>
<td>1.21 ± 0.20</td>
</tr>
<tr>
<td>32 h</td>
<td>2.9 ± 0.019</td>
<td>50.5 ± 0.012</td>
<td>69.5 ± 0.003</td>
<td>79.5 ± 0.004</td>
<td>0.33 ± 0.04</td>
</tr>
</tbody>
</table>

Trypan blue: % viability

| 8 h | 94 ± 3 | 96 ± 2 | 98 ± 1 | 99 ± 1 | DNC |
| 16 h| 94 ± 3 | 97 ± 2 | 94 ± 1 | 82 ± 2 | 5.07 ± 0.75 |
| 32 h| 94 ± 3 | 60 ± 5 | 29 ± 1 | 27 ± 2 | 0.36 ± 0.035 |

Trypan blue: % viability (+\(\pm\)1%)

| 8 h | 90   | 94.5  | 83   | 85   | 0.14 ± 0.11 |
| 16 h| 90   | 85    | 65   | 20   | 0.70 ± 0.11 |
| 32 h| 90   | 40    | 35   | 0    | 0.25 ± 0.04 |

† DNC designates when Hill Model did not converge with given data.

Table 3  Comparison of HeLa cell viability after treatment with 1 µM staurosporine as measured by DEP (n = 14, \(\pm\)SEM), trypan blue, flow cytometry, and MTT (n = 5, \(\pm\)SEM)

<table>
<thead>
<tr>
<th>Viability (%) measured by method</th>
</tr>
</thead>
<tbody>
<tr>
<td>Trypan blue</td>
</tr>
<tr>
<td>STS incubation time</td>
</tr>
<tr>
<td>0.5 h</td>
</tr>
<tr>
<td>2 h</td>
</tr>
<tr>
<td>4 h</td>
</tr>
</tbody>
</table>
affecting the result. For the shorter incubation times the result is negative, indicating that those cells proliferated more than the healthy control. After 4 h (n = 5) MTT shows that half of the population is still viable. For the healthy control the cell viability was 98%. The viabilities for the incubation time points were 98% at 0.5 h, 92% after 2 h, and 87% after 4 h.

The trypan blue experiments were carried out immediately before the DEP experiments in order to determine cell viability of the samples. The results, when compared with the flow cytometry populations that are not stained with PI correlate well, as seen in Table 3, indicating that DEP accords with flow cytometry in terms of cells with intact membranes. Previous results comparing DEP to other viability methods also showed DEP to underestimate viability when compared to trypan blue and flow cytometry, again suggesting DEP measures earlier apoptotic events than these methods resulting in a lower DEP viability measure. Confirmation of this could be found in this same study, where Nexin (which detects an early apoptotic feature of phosphatidylserine on the outer cell membrane) and DEP demonstrated near identical viability counts. This is corroborated with another DEP study that showed a strong inverse relationship between PS externalisation and cytoplasmic conductivity.

MTT overestimates the viability of the cells because during the early stages of apoptosis the cell is still able to metabolise the tetrazolium salt. MTT on adherent cells was carried out whilst they were still attached to the microplate and, since no detachment was needed, the cells were not harmed by the harvesting process. The MTT experiments showed that the cells were viable from 0.5 h to 2 h. At 4 h, MTT estimated that half of the population was viable. When incubated in suspension, DEP detected a decrease in the healthy population after 0.5 h incubation, and that population also had lower cytoplasmic conductivity. The population had decreased to 80% (from 85% to 70%) and cytoplasmic conductivity from 0.38 to 0.26 S m−1. Flow cytometry, for the 0.5 h sample, showed that the healthy population had decreased to 95% (from 91 to 87%). When the different methods are compared (Table 3) it is clear that the DEP result is comparable to both MTT and flow cytometry in terms of viability assessment, whilst being faster and substantially lower cost to implement.

DEP has previously been used to quantify apoptotic progression, detecting cells in early or late apoptosis from normal cells. It can detect early events associated with the onset of apoptosis in a manner which can be correlated with other apoptotic events such as the activation of scramblases which translocate membrane phospholipids between inner and outer leaflets. However, whilst tools for the study of apoptosis often focus on the analysis of the apoptotic process, a greater part of the analysis is in the quantification of the number of cells undergoing the phenomenon in order to determine the efficacy of drugs at different concentrations. This has been something that DEP has been previously unable to achieve, because the majority of DEP analysis methods use cell tracking in some form to measure the force on a population of cells. Cells in late apoptosis tend to break into small (>2 µm) particles known as “apoptotic bodies” that are too small to track easily, making it difficult to quantify how many cells have entered this phase. The method described here uses a different approach, relying on the optical absorbance of cells within a well structure. Typically, 1000 cells will be contained within each well, with 20 wells being analysed. As cells disintegrate, they remain within the optical path and retain similar absorbance characteristics, allowing them to remain as part of the quantification process.

The multi-population model used here used four fixed models for healthy cells plus those in apoptosis, tracking the variation in population sizes by finding the best-fit proportions of the four populations. The fits to the four curves were typically determined to have values of R2 > 0.99 and, when mixed in fixed ratios, were accurate to within 5% of the actual population ratios. When using these models to track actual cell populations undergoing apoptosis there is good agreement between DEP and the other methods. For Jurkat cells, results with DEP typically produced a lower value by a factor of ~2; given that IC50 values typically deal with orders of magnitude, this is functionally a very similar result. For HeLa cells where the assay operated on much shorter timescales, DEP produced a result much more rapidly than the other methods, principally because DEP measures cell stress rather than cell death, by identifying ion efflux early in the apoptotic process, though MTT did start to show similar results some 2 h later.

Taken together, these results suggest that DEP can be used as an effective tool for quantifying cell death. It produces IC50 results comparable to standard assays such as MTT, flow cytometry, and trypan blue. The technique does not require any cell staining, is faster than the other methods, producing functionally similar results with significantly lower complexity and operating cost and has demonstrated sensitivity to physiological changes in cells across early to late stage apoptosis.

Competing interests
KHF and MPH are directors of DEPtech Ltd, which produce the 3DEP instrument used here.

Acknowledgements
Funding for this work was provided from the South East of England Development Agency and Finance South East. A studentship to RMTS was provided by Labtech International.

References